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NeuroVice, LLC
% John Hayes
Manager, Product Development
Gilero, LLC
635 Davis Drive, Suite 100
Morrisville, North Carolina 27560

Re: K221469
Trade/Device Name: PATI (Protector Against Tongue Injury)
Regulation Number: 21 CFR 882.5070
Regulation Name: Bite block
Regulatory Class: Class Il
Product Code: JXL
Dated: January 23, 2023
Received: January 23, 2023

Dear John Hayes:

We have reviewed your Section 510(k) premarket notification of intent to market the device referenced
above and have determined the device is substantially equivalent (for the indications for use stated in the
enclosure) to legally marketed predicate devices marketed in interstate commerce prior to May 28, 1976, the
enactment date of the Medical Device Amendments, or to devices that have been reclassified in accordance
with the provisions of the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a
premarket approval application (PMA). You may, therefore, market the device, subject to the general
controls provisions of the Act. Although this letter refers to your product as a device, please be aware that
some cleared products may instead be combination products. The 510(k) Premarket Notification Database
located at https://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfpmn/pmn.cfm identifies combination
product submissions. The general controls provisions of the Act include requirements for annual registration,
listing of devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability warranties. We
remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class Il (Special Controls) or class Il (PMA), it may be
subject to additional controls. Existing major regulations affecting your device can be found in the Code of
Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may publish further announcements
concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean that FDA
has made a determination that your device complies with other requirements of the Act or any Federal
statutes and regulations administered by other Federal agencies. You must comply with all the Act's
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requirements, including, but not limited to: registration and listing (21 CFR Part 807); labeling (21 CFR Part
801); medical device reporting (reporting of medical device-related adverse events) (21 CFR 803) for
devices or postmarketing safety reporting (21 CFR 4, Subpart B) for combination products (see
https://www.fda.gov/combination-products/guidance-regulatory-information/postmarketing-safety-reporting-
combination-products); good manufacturing practice requirements as set forth in the quality systems (QS)
regulation (21 CFR Part 820) for devices or current good manufacturing practices (21 CFR 4, Subpart A) for
combination products; and, if applicable, the electronic product radiation control provisions (Sections 531-
542 of the Act); 21 CFR 1000-1050.

Also, please note the regulation entitled, "Misbranding by reference to premarket notification" (21 CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21 CFR Part
803), please go to https://www.fda.gov/medical-devices/medical-device-safety/medical-device-reporting-
mdr-how-report-medical-device-problems.

For comprehensive regulatory information about medical devices and radiation-emitting products, including
information about labeling regulations, please see Device Advice (https://www.fda.gov/medical-
devices/device-advice-comprehensive-regulatory-assistance) and CDRH Learn
(https://www.fda.gov/training-and-continuing-education/cdrh-learn). Additionally, you may contact the
Division of Industry and Consumer Education (DICE) to ask a question about a specific regulatory topic. See
the DICE website (https://www.fda.gov/medical-devices/device-advice-comprehensive-regulatory-
assistance/contact-us-division-industry-and-consumer-education-dice) for more information or contact DICE
by email (DICE@fda.hhs.gov) or phone (1-800-638-2041 or 301-796-7100).

Sincerely,
Robert Kang -S

for Pamela Scott
Assistant Director
DHTS5B: Division of Neuromodulation
and Physical Medicine Devices
OHT5: Office of Neurological
and Physical Medicine Devices
Office of Product Evaluation and Quality
Center for Devices and Radiological Health
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Indications for Use See PRA Statement below.

510(k) Number (if known)
K221469

Device Name
PATI (Protector Against Tongue Injury)

Indications for Use (Describe)
The PATI device is a single-use (disposable) oral protector for use during spontaneous seizures and any circumstance

requiring the protection of the teeth, lips, tongue, and buccal mucosa. The PATI is indicated for use with any individual
aged 12 or older who suffers from seizures and can be used in a clinical or non-clinical environment.

Type of Use (Select one or both, as applicable)
E Prescription Use (Part 21 CFR 801 Subpart D) D Over-The-Counter Use (21 CFR 801 Subpart C)

CONTINUE ON A SEPARATE PAGE IF NEEDED.

This section applies only to requirements of the Paperwork Reduction Act of 1995.
*DO NOT SEND YOUR COMPLETED FORM TO THE PRA STAFF EMAIL ADDRESS BELOW.*

The burden time for this collection of information is estimated to average 79 hours per response, including the
time to review instructions, search existing data sources, gather and maintain the data needed and complete
and review the collection of information. Send comments regarding this burden estimate or any other aspect
of this information collection, including suggestions for reducing this burden, to:

Department of Health and Human Services
Food and Drug Administration

Office of Chief Information Officer
Paperwork Reduction Act (PRA) Staff
PRAStaff@fda.hhs.gov

“An agency may not conduct or sponsor, and a person is not required to respond to, a collection of
information unless it displays a currently valid OMB number.”



5.0 510k Summary

Company Name:
Company Address:

Company Phone:
Official Contact:
Phone:

E-mail:

Submission Date:
Device Identification:

Trade Name:
Device Class:

RegulationNumber:

Reguhtion Name:
ProductCode
ReviewPanel:

Predicate Device
Manufactrer:
Trade Name:
51Q(K):

Device Desdption:

510(k) Notification
NeuroVice, LLC
PATI

NeuroVice LLC

7928 Woodcross &y
Wake ForestNC 27587
+1(919) 26035023

Amanda Schaffers
+1 (919 5958225
aschaffers@aqilero.com

May 19, 2022

Protector Againstongue Injury (PATI)
2

21 CFR 882.5070

Block. Bite

JIXL

Neurology

Surgovations, LLC
Surge®ite
K172978

The Protector Against Tongue Injury (PATI) device is a symptoamagement, oraevice
technology that helps to protect against oral injury during seizures, whilalkdging

fluids tonaturallydrain or be suctioned. The device will be administered by the patient, an
assistant, or medical personnel, (such as hospital staff, EE@diecis, or first responders,
including EMTs and paramedics), prior to full onsea@eizue. The device is single use

and disposable

Indications for Use:

The PATI device is a singlese (diposable) oral protector for use during spontaneous

seizures and any circumstances requiring the protection of the teeth, lips, tongue, and buccal
mucosaThe PATI is indicated for use with any individual aged 12 or older who suffers
from seizures and carelused in a clinical or nedinical environment.

Technological Characteristics and Substantial Equivalence:

The following chart presents an eveew of comparisons between the subject device
(PATI) and the predicate devicByrgovations LLC Surgeobije
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510(k) Notification
NeuroVice, LLC
PATI

Device SUBJECT: [NeuroVice] PATI PREDICATE: [ Surgovationg SurgedBite
Attribute (K172978)

Device Class Il Il

Device Block, Bite Block, Bite

Classification

Name

Regulation 882.5070 882.5070

Number

Product Code | JXL JIXL

Intended Use

The PATI device is a singlese (disposable) oral
protector for use during spontaneouss&ig and
any circumstances requiring the protection of th
teeth, lipstongue,and buccal mucosa.

The SurgeoBitadevice is a singleise (disposable
oral protector for use during spontaneous seizu
andany circumstances requiring the protection

theteeth lips, tongue, and buccal mucosa.

Indications for
Use

The PATI deice isasingleuse (disposable) oral
protector for use during spontaneous seizures 4
any circumstances requiring the protection of th
teeth, lips, tonge, and buccahucosa.

The PATI is indiated for use with any individual
aged 12 or older who seffs fromseizures and ca
be used in a clinid@r nonclinical environment.

The SurgeoBitelevice is singlaise (disposable)
oral protector for use during seizuieduced by
electrocanvulsive therapy, spontaneous seizures
neuromonitoring stimulatiorand any
circumstances requiring protection of the teeth,
lips, tongue, and buccal mucosa.

Materials Medical grade thermoplastic elastomer (TPE): | Medical grade silicone rubbe
Versalloy™ HC 921055N Thermoplastic
Elastomemith TPV Sk Blue 278C Colorant
Prindples of The devee is psitioned into the mouth and The devte is psitioned into the mouth and
Operation provides aiting surface between the teeth maki provides aiting surface between the teeth maki
sure that the tongue and elke are not between t| sure that the tongue and elke are not between t
biting surfacesThe device protectseheethlips, | biting surfacesThe device practs the teeth, lips,
tongue, and buccal roasa. tongue, andbuccalmucosa.
Technobgy and| Geneal desgin: one piece, singlase bite block | General desigrone piece, singtase bite block
Design

Profile: Mouth guard walls that reside in the spa
between the buccal tissues and the teeth. Bite |
to cushion teetlaluring biting or clenking.
Opening inthe front of the device for salivary
drainage.

The PATIis not designed for feature compatibili
with endotracheal tubes.

The subject device additionally features a hand
help facilitate deice gacement while allowing thq
fingers of tre individual placing the device to
remain outside of the mttudurirg placementor
additional protection and safety of the user

Profile: Mouth guard walls thakesde in the space|
between the bucttissues and tle teeth. Bite pads
to cushion teetlaluring biting @ clenching.
Openng in the front of the déce for salivary
drainage.

Designed fofeature compibility with
endotrachedlubes.

Biocompatibility

Thesubject device has been evaluated through
biocompatibilitytesting (ISO 10993Cytotoxicity,
Sensitzation and Irritation) to ensure device safe
for patient contact in accordanwith the
indications for use.

The predétate deice material as manufactured is
compliant under 1ISO 10993 for Cytotoxicity,
Sersitization, and Irritation.

Sterilization

Non-steile

Non-sterile
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510(k) Notification
NeuroVice, LLC
PATI

Device SUBJECT: [NeuroVice] PATI PREDICATE: [ Surgovationg Surgedite
Attribute (K172978)

Prescription RxOnly RxOnly

Reuse Singleuse Singleuse

Substantial Equivalence:
The FATI is substantially equivalent to thpeedicate: Surgovations LLC Surgeobite.

Both devics areoral protectos for use during spontaneossizuresand any circumstances
requiring the protection of the teeth, lips, tongue, and buccal mugogadevices are
singleuse (disposablegnd are nossterile. The devices are very similar in their design and
principles of operation in that they bd#aturemouth guard wallshat reside irthe space
between the buccal tissues and the teeth, bite padshion teetlduring biting or

clenching and amopening in the front of the device for salivary drainage.

While the subject PATI has different iditionsfor use compared to the available
information for the predicate device, the devices have the same intended use.

The differences in the indicatisrior use of the PATI as compared to the predicate device
include:

1. The use circumstances indicated the sibject PATI device are a subsettbé
predicate device, as the subject device is not indicated for use during seizures
induced by electroconvulsatherapy or neuromonitoring stimulation, where the
predicate Surgeobite is.

Clarification of the ptient pgulation to include adolescerdsd adults
Clarification of the permissible use environm@minclude clinical and nowlinical
environments

wn

The use considerations of the adolescent population of (2) and the lay users associated with
the nonclinical use of the device of (3) abe have been adequately addressed through
design, risk analysis, product labeling, and the Summative Human Factting)Tes

Finally, the subject PATI and the predicate SurgeoBite utilize differerierialsfor their
corstrucions, but the syect device was appropriatedyaluated for biological safety
consistenwith its patiet contact and duration of use.

Discussion ofNon-clinical Tests
The following non-clinical tests wereonducté to demonstrate substantiajuevalence to
the pedicate device.

Biocompatibility:
ThePATI, like the predicate dese, was evéuated for bioconpatibility appropriateo
the contatcharacterization (typanddurdion), in accadance withthe equirenents d
ISO 109931 Biological evaluaton of medical deices +Part 1: Evaluation and testing
within a risk management@ressand the=DA Guidance for Industry- Use of
Internatonal Standard ISO 103-1, "Biological evaluaton of medical devices Partl:
Evduation and testing whin a riskmanagenent proces". Specific testing included:
x Cytotoxicity
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510(k) Notification
NeuroVice, LLC
PATI

X Sensitization
X lIrritation orIntracutaneous Reaetty

Performance Testing:
The followingperformancelata were provided in support of this Premarket
Notification:

x SimulatedUse BiteForce andDisplacement Testing

Human Factors Testing

Summative Humandetors testing was performed using 30 uaersssadolescent and
adult user groups to demonstrate thatstiigject device promotes safe anfietive use
across all user groups.

Conclusion

The information in this submission supports the safety and efficacy of the subject device for
its intended usand demonstrates substantial equivedewith the predicate device. The
PATIfV GLIIHUta@rkHtSchnogy and oion from the pedicat device do not

raise new gestions about safety and effectiveness.
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